~. MISSOURI DEPARTMENT OF HEALTH AND SEMIOR SERVICES
‘A STATE PUBLIC HEALTH LABORATORY
/BREATH ALCOHOL PROGRAM

INTOX DMT MAINTENANCE REPORT REPORT #1
Cormplete this report at the time of the regular monthiy preventive maintenance check {not to exceed 35 [RECEWED }
Complete this report whenever the instrument is senviced or repaired and whenever it is placed into servil 8 Care! Day at 2:01 pni, Aug 25, 2015
Retain the original and send a copy within 15 days to the Breath Aicohol Program, DHSS.
HTOX OMT SH HAME OF AGEMCY DATE OF INSRECTICH
500176 Missourt State Highway Patrol 081472015
LCCATION GF INSTRUMENT (STREET AND CiFY) TINME OF NSPECTION
Crawford County Sheriff's Department 18:30:03
CHECKLIST: Place a mark in the box by each item if found to be satisfactory or is operating within established limits. {Write in observed
values where determined). Unmarked items must be corrected before using instrument.
Xl BIAGNOSTIC RECORD
DATE AND TIME _ 08/14/2015 18:30:05 DETECTOR
] PROGRAM _ FILTER 1
Kl SAMPLE CHAMBER 48.8°C K FILTER 2
K] BREATHTUBE 48.1°C X} FILTER 3
PUMP Kl INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS
[} SIMULATOR STANDARD K] COMPRESSED ETHANOL-GAS MIXTURE
Bl STANDARD SUPPLIER_AIRGAS LOT# _ AG516801 EXP. DATE _08M17/2017
O SIMULATOR TEMP (34°C £ 0.2°C) SIMULATOR SN SIMULATOR EXP DATE
Kl CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three tests must be within £5% of the standard value and must have a spread
of .005 orless. Mark the box corresponding to the standard being used.
1 0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
{1 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
] 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
TEST 1: 0.097 TEST 2. 0,097 TEST 3: 0.087
PERFORM R.F.I. TEST
INDHCATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
REFUSALS: 1 0-.04: 0 .05-.09: 0 A0-14:3 A5-19: 2 OVER .19: 2
LiST ALY NEW PARTS AND DESCRIBE ANY ALTERATION QR MODIFICATICN THAT WAS KADE TO RESTORE THE INSTRUMENT TO CPERATE SATISFACTORILY AND WITHIH
ESTABLISHED LIMITS (USE OTHER SICE IF NECESSARY)
TBRINT FULL MAME
g DANIAL E DICUS
IPE I PERMT MNIUMBER EXPIRATION DATE TELEPHOME NUMBER
240161 04/22/2016 573-368-2245
RETURN COMPLETED REPORT TO THE Breath Alcehol Program, MO Department of Health and Senior Services
Southeast District Office
2875 James Blvd, Poplar Bluff, MO 63901

MO RE0DEGR (R13) AN EGUAL QPROGRTUNAYIAFEIRNMATIVE ACTIOHN EMBLOYER
services pronded on 9 nendiscnminatory basis

LAR-185



Customer Name
Intoximeters, Inc.
2081 Craig Road
St Louis, Mo 63146

Exp. Date
17-Jun-2017

Airgas USA LLC (LAB)
3500 Bernard Sltreet

St Louis, Mo. 63103
Ph: {314) 533-3100
Fax: (314) 533-7328

Certificate of Analysis

Cyk Type
108

Component
E£thanol

Nitrogen

Certification Traceabla to N.1.S.T. RGM Ethanol Staﬁdards:

Serial No.

EBO0G$0581
EB0810570
EB00102385
EBG010564
EB0010631

Analytical Method:

Digilally s

Goncentration

391.8 ppm
259.8 ppm
209.0 ppm
103.7 ppm
52,22 ppm

NBIR

ed by Quality Cendrob

2
Dale: 2015.06.17 15:18:11 -05.00

Reason: Dry gas slandant cedification of anafysis

Locaton: Alrgas USA LLT {1.ab)

Analyst:

Lot # AG516801

Test Date: 17-Jun-2015

Certified Concentration

0.100 % 2% BrAC (260 ppm)

Batance

Seria] No, Concentration
EBO0G40603 392.5 ppm
EB0010559 253.9 ppm
EB0010595 208.9 ppm
EB0010562 104.9 ppm
EB0010579 52,84 ppm

Rod Marsa!a

I1SO 17025:2005 A2LA accredited. Certificate Number 2989.071
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

TYPE II
DANIAL E DICUS

is hereby authorized to instruct and supervise operators, irain instructors, inspect, calibrate, perform field service and repairs,
and operate the {ollowing breath analyzer(s):

B DATAMASTER, INTOX DMT _

for the determination of the alcoholic content of blood from a sample of expired air. Permit issued under the provisions of sections
577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

g
DATE __4/22/2014 A """g;-‘"—'—"*“”’

DIRECTOR OF STATE PUBLIC HEALTH LABORATORY

NUMBER 240161 )
- Bl Veole oy

EXPIRES 4/22/2014. —
DIBECTOR OF DEPARTMENT OF HEALTH AND SENIOR SEAVICES
KO 5206771 (B-10) LABA (RE-1DY

.....
-------

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

The named cardholder is authorized to operale an avidential breath alcobol
instrument for the determination of the aleohols content In breath form of explred air

i uwi” Mﬁﬁmw:mmﬂ ’

Dperator  DICUS, DANIAL
Permit No 240164
Date lssued 4/22/2014  Date Explres 412212016

N




